One of the instruments on the International X-ray Observatory (IXO), under study with NASA, ESA and JAXA, is the X-ray Microcalorimeter Spectrometer (XMS). This instrument, which will provide high spectral resolution images, is based on X-ray micro-calorimeters with Transition Edge Sensor (TES) with absorbers that consist of metal and semimetal layers and a multiplexed SQUID readout. The requirements for this instrument are demanding. In the central array (40 x 40 pixels) an energy resolution of < 2.5 eV is required, whereas the energy resolution of the outer array is more relaxed (≈ 10 eV) but the detection elements have to be a factor 16 larger in order to keep the number of read-out channels acceptable for a cryogenic instrument. Due to the large collection area of the IXO optics, the XMS instrument must be capable of processing high counting rates, while maintaining the spectral resolution and a low deadtime. In addition, an anti-coincidence detector is required to suppress the particle-induced background.
INSTRUMENT REQUIREMENTS
The specific instrument requirements are derived from the top level requirements for the IXO mission [1] . The XMS instrument will provide the capability to fully exploit the large area and high angular resolution of IXO by combining this with a similar improvement in imaging spectral resolution. The key instrument requirements are listed in table 1. The requirements have been split between an inner array and an outer array. In the inner array the ultimate spectral resolution is required using relatively small pixels of 300 μm (note that the mirror PSF has a HPD of 500 μm). In order to cover the field of view, while keeping the number of pixels and the wiring to the cryogenic detector at a reasonable level, the spectral resolution and the count rate capability of the outer array has been relaxed to 10 eV and 2 counts/s/pixel respectively. The relatively modest energy scale stability requirement will not affect the energy resolution of the instrument as we will monitor the gain on a 10 minute time-scale using the onboard calibration sources.
For a micro calorimeter array the fraction of events with the highest spectral resolution depends on the countrate of the incident photons. This is illustrated in figure 1 where an example is given of different categories of x-rays according to the relative timing of x-ray events. The high resolution will be achieved only if the time since the previous photon is large enough and if during the time following the observed photon the detector element is not hit by another photon (top panel). The simulations in figure 1 (right side) assume 10 τ and 40 τ, for the time before and after the selected event.
With τ = 0.187 ms this results in a free record length of about 4.5 ms, thereby enabling 80% high-resolution events for an input countrate of 50 c/s/pixel.. Using appropriate filtering the mid-res events typically have a resolution of 3.5 eV which is still very good. In figure 1 the fraction of high-res, mid-res and low-res events at a specific countrate is given. For observations with high count rates one can of course select only the outer part of the PSF where the countrate per pixel is below the specified levels or one can insert a so-called beam diffuser in front of the detector. This is a small curved micro channel plate which diffuses the beam over a small circular ring on the detector (hence spreading the flux over more pixels). The disadvantages of this approach are that the reflectivity of the beam diffuser is less than 1 and that the reflectivity is energy dependent. 
FOCAL PLANE ASSEMBLY DESIGN
The design of the FPA is a major challenge as it has to meet a large number of requirements. The most important are:
-The performance critical design parameters of the TES-detector arrays include: a heat capacitance of 0.8 pJ/K for the inner array and 10.8 pJ/K for the outer array, thereby allowing for an absorber thickness (1 μm Au and 4 μm Bi) to provide sufficient stopping power at 7 keV; a Mo/Au bilayer Transition Edge Sensor with a T C of 70 (outer) and 90 (inner) mK with a temperature coefficient α I = 75, and a current coefficient β I = 1.25. The typical bias point for this TES is 1 mΩ. Furthermore the pixel support structures should be optimized for heat sinking to reduce crosstalk in the array and to reduce the influence of cosmic rays. The intrinsic energy resolution (no read-out contributions) for this detector (inner array) is 1.7 eV. Including the contributions due to the multiplexing noise (TDM-limited) and the finite record length (countrate limited) raises the energy resolution to 2.3 eV. The difference with the required 2.5 eV is just enough to cover all other contributions (temperature stability, gain variations, thermal and electrical cross talk, etc).
-For the outer array the pixel area has been increased by a factor 4 (from 300 μm squared pixels to 600 mm squared). In addition 4 pixels are connected to a single TES with a different thermal coupling, allowing the onboard processing software to discriminate between these thermal couplings [2] . This results in an energy resolution of about 10 eV.
-To reject charged particles an anti-coincidence detector is required just underneath the detector proper. As a baseline we have chosen a Si-based detector that is between 0.3 and 0.5 mm in thickness. Using the athermal component of the phonon response, the anti-coincidence detector will be very fast (τ rise < 30 μs, τ fall < 300 μs), so that the timing is accurate enough to reject coincident events in the pixel array. The Si-based AC will also be read-out by a TES. The chosen geometry (oversize with respect to the array) and the energy discrimination of TES-pixels will give a rejection efficiency of > 0.99 for ionizing particles. Most of the remaining background will be secondaries.
-The heat load of the detector has to be low at the 50 mK level. This requires low power dissipation of the electronic components at this temperature and multiplexing of the detector signals at the 50 mK level to keep the wiring to an acceptable low level. For the multiplexing we have selected time domain multiplexing in which up to 32 pixels in a single column are read-out sequentially. Potentially more powerful read-out schemes such as frequency domain multiplexing and code division multiplexing are under development, but have not yet shown the required performance.
-The temperature of the detector should be very well controlled. The detector, which will be operated around 15% of its normal resistance, has to be controlled to within < 1μK rms and a drift of < 5 μK over 10 minutes.
(changes due to variations at a scale > 10 minutes will be monitored and corrected using the onboard calibration source).
-A very low magnetic field at the position of the detector: the static B-field at the TES and SQUID should be < 1 μT during cool down and any field drifts should be < 140 pT over 10 minute time-scale. This can only be achieved with proper control of the magnetic field outside the detector and shielding of the last stage cooler. Our current design of magnetic shielding of the detector itself includes a cryoperm shield at 4 K and a superconducting Nb shield at 50 mK. Special consideration has been given to the open slots in this shield (not just for the entrance window but also for the harness and connections to the cold temperature stages) as these can potentially reduce the shielding efficiency. This is shown in figure 5 where the calculated magnetic field for the focal plane assembly is shown.
-The focal plane assembly requires two optical blocking filters to reject the thermal and IR load on the detector. One is mounted at the 50 mK level and the other at the intermediate temperature level.
-The focal plane assembly needs to be compact and modular. In our design we have kept the focal plane assembly volume within a 20 cm diameter and a height of 25 cm using only technology with significant flight heritage (e.g. wire bonding). The total mass of the focal plane assembly is 2.2 kg.
In figure 2 we show the detector layout indicating the split between the inner and the outer array. In figure 3 we show the focal plane assembly including all its components and in figure 4 we zoom in on the detector proper, clearly showing the stacking of the outer array, the inner array and anti-coincidence detector. In figure 5 the calculated magnetic shielding is shown. Figure 2 . Layout of the focal plane with the inner array (red) with 2.5 eV an the outer array (cyan) with 10 eV resolution. The pixels in the outer array are larger and four pixels are thermally connected to a single TES. . Together with the 6 10 -4 for the superconducting shield this gives a total suppression by a factor 6 10 -6 .
COOLING CHAIN
The cooling chain can be split into two major components: the last stage cooler which cools to 50 mK from a temperature that is between 2 and 4 K and the rest of the cooling chain that provides the cooling power to this 2 -4 K stage. The last stage cooler can be cycled at regular intervals, allowing for regeneration, whereas the cooling chain from room temperature has to provide continuous cooling.
50 mK cooler
There are a wide variety of technologies that are able achieve the required low temperature of 50 mK starting from between 2 and 4 K. These systems all do require an intermediate temperature at which the harness can be thermally anchored. All these systems have to meet the necessary cooling requirements. These include: the cooling power at 50 mK (3.0 μW if the intermediate stage is at 0.3 K); the stability of the temperature (1 μK rms, 5 μK drift); operational life (> 5 years implying a cryogenic free system), heat load to the heat bath (20 mW at 2 or 4 K); hold and regeneration time (31 hours and < 10 hours for regeneration), and magnetic shielding. We have selected as baseline a 3 stage ADR which cools down from 4K based because of its maturity (it will be flown on the Astro-H mission) [3] . A schematic diagram of this cooler is shown in figure 6 and a realistic drawing including the dimensions is shown in figure 7 . The system is based on a CPA salt pill for the first stage and 2 GLF salt pills for the 2 nd and 3 rd stage. Its total mass, including magnetic shielding, is 13.3 kg. Other options for the cooling system include systems which prefer an interface temperature at 2 K (double ADR, a combination of a sorption cooler with a single stage ADR, and a closed cycle dilution refrigerator). A 5 stage ADR, which can operate continuously has also been studied and this can also operate from the 4 K level.
Cooling chain
The cooling from room temperature to the 2-4 K stage can be achieved by existing and proven technology using purely mechanical coolers. These coolers include 2 stage Stirling coolers, 4He Joule Thomson coolers (and possibly also 3He A key requirement, apart from mass and power, is that the system should be fully redundant in case there is a failure of a single mechanical cooler. It should be noted, however, that many of proposed cooling chains have a very good track record and calculations show already that reliabilities > 0.98 can be achieved without a fully redundant cooling system. As the total cooling system is very complex, we have selected as baseline a system which is based on the cooling system of Astro-H [4] . The schematics is shown in figure 8 . Two 2-stage Stirling coolers provide a 20 K temperature shield. These coolers run typically at 50% of their power and if there is a failure in one of them this can be compensated by an increase of the total power to maintain operation. For the same reason we have implemented two 4 He JT coolers which are pre-cooled by three 2-stage Stirling coolers. Again, if there is a mechanical failure of a single cooler, the other coolers can take over. Of course, the corresponding electronics is also fully redundant. The LN 2 line, also shown in the figure, allows for relatively fast cooling during ground testing (cool down within 2 weeks instead of in 4 weeks). The mass of the dewar and cryocoolers is about 201 kg, the drive electronics slightly less than 60 kg and the required electrical power is about 540 W. In figure 9 we show the full design of the dewar and its cryocoolers.
SYSTEM DESIGN
The system design is shown in figure 10 . The front end electronics (FEE) reads-out the detector and is placed in close proximity to the dewar. As the detector is sensitive to EMC, a dedicated and well filtered power supply unit (PSU) is used. The SQUID multiplexer control, the data digitization and the generation of the feedback signals take place in the digital electronic box (DE). This functionality is combined with that of the event processing functionality (EP). The EP includes two major functions: event triggering and pulse height analysis. For practical reasons the DE/EP functionality is split over two separate units. For redundancy the whole signal chain is split in 4 independent quadrants. If there is a failure in one of those, the 3 other quadrants will not be affected. The instrument control unit (ICU) and power distribution unit (PDU) are cold redundant and interface with the satellite. The total mass for the electronic units is 62 kg and 360 W. In addition a filter wheel unit allows filters to be placed in the beam. These will include filters to reduce the optical load on the detector for the observation of bright stars, a beam diffuser for observation of very bright (point) sources and a closed position to protect the detector against micro-meteorites. If, for the closed position, a thick Be filter is selected it can also be used to optimize the number of high-res events at higher energies (> 3-4 keV) at the cost of suppressing the low energy part of the spectrum. Between the focal plane assembly and the ambient environment of the dewar an additional 3 optical blocking filters are required to reduce the thermal load on the detector to reasonable levels. Of course, the cooling chain needs its dedicated drive electronics for the last stage cooler, the shield coolers (two 2-stage Stirling Coolers) and the two 4 He JT coolers with the three 2-stage Stirling pre-coolers).
The total mass of the instrument, including a 20% margin, is 409 kg and it requires about 1 kW of power (including a 10% margin). The cool down of the instrument will take about 4 weeks and during operation the regeneration time is < 2 hours whereas the hold time is about 30 hours. The expected telemetry rate is 64 kbit/s (typical) with a maximum of 840 kbit/s (bright sources).
CONCLUSIONS
In this paper we have presented the design of the X-ray Micro-calorimeter Spectrometer onboard of IXO. Based upon very conservative selection of technology it is possible to meet the instrument requirements within the given mass, power and volume of the model payload as studied by ESA and NASA. In Figure 11 we show spectra from 16 pixels of an 8x8 array read out using two time-division multiplexer channels. The spectra (obtained using an 55Fe source) are offset for clarity [5] . Fits to the intrinsic line profile are overlaid in blue and red and show an energy resolution of 2.9 eV with high uniformity. These results a already close to the requirement of 2.5 eV. A clear development path has been identified to extend the read-out of 16 channels of an 8 x 8 array into a large set of channels with each 32 detector elements. In figure  12 we show the predicted quantum efficiency of the instrument. It includes a conservative estimate for the optical blocking filters in the dewar, dead space between the detector elements, the thickness of the absorbers, a realistic estimate of the contamination and a certain fraction of pixels which are out of spec after production. The expected energy resolution is also shown. It should be recognized that this is the mean detector resolution and some pixels may deviate from the shown resolution. 
